One of the largest sources of uncertainty in radiocarbon dating stems from the sample pretreatment procedures used to minimize contamination. A major source of carbon contamination in charcoal from archaeological sites is humic substances carried by groundwater. Here we present a method, independent of 14 C dating itself, to evaluate the effectiveness of the cleaning procedure of charcoal. Raman spectra of mixtures of humic substances (HS) and laboratory prepared charcoal indicate that Raman spectroscopy can be used as a semi-quantitative measure of the amount of humic substances associated with archaeological charcoal. Raman spectral analysis of archaeological charcoal samples subjected to different cleaning regimes supports this contention. Such measurements can provide quality control for charcoal preparation procedures and may assist in the interpretation of carbon-dating results.
INTRODUCTION
Charcoal is one of the most important materials used for dating in archaeology. Charcoal from archaeological sites ("archaeological charcoal") is composed of the charred organic material itself and its diagenetic decomposition products. It may also contain associated humic substances (HS) thought to be derived from groundwater, and adhering carbon-containing sediments. For the purposes of radiocarbon dating, the latter two components are considered contaminants of the charcoal, as they may contain relatively large amounts of carbon that do not necessarily originate from the same time as the plant material from which the charcoal was derived. The chemical structure of the charcoal itself varies considerably according to the type of burnt material, the conditions of combustion, and the preservational environment following deposition and burial (Darmstadt et al. 2000; Guo and Bustin 1998; Nishimiya et al. 1988 ). Archaeological charcoal is thus a heterogeneous material, and the removal of contaminating carbon-containing components is a challenging problem.
The approach used by most 14 C laboratories to solve this problem is to treat the samples first with hydrochloric acid to remove associated carbonates and carbonated apatite, followed by repeated treatments with a dilute solution of sodium hydroxide to remove the humic substances. Finally, the sample is washed again in acid to remove absorbed carbon dioxide, and then dried. This is referred to as the acid-alkali-acid or "AAA procedure" (Olson and Broecker 1958; Hatté et al. 2001) . The specific conditions used vary between laboratories and between samples, and the effectiveness of the treatment is usually subjectively evaluated by the absence of color in the extracting alkali solvent solution. Carbon containing material such as clay may be removed during washing, but is not usually specifically separated Several solutions have been proposed to address the HS contamination problem, but these are not independent of the 14 C measurement itself. One approach is to carbon-date the material extracted during the alkali treatment in order to evaluate whether or not it is indeed a source of contamination (Olson and Broecker 1958) . Another is to combust the organic material to be dated at different temperatures, choosing the appropriate fraction (McGeehin et al. 2001; Bird et al. 1999) . To date, no independent analytical method exists that can be used to monitor the effectiveness of the AAA treatment. Thus there are also no independent means of assessing the reliability of the 14 C age with respect to the purity of the charcoal sample. This is in contrast to 14 C dating of fossil collagen, where two different methods for independently assessing purity exist.
The C/N ratio of collagen differs from most other proteins and certainly from other common forms of organic materials. It is thus a useful criterion for assessing collagen purity (DeNiro 1985) . The collagen infrared spectrum is also distinctive and can be used to assess collagen purity (DeNiro and Weiner 1988) .
Raman spectroscopy should be ideal for independently assessing charcoal purity as graphite, a major component of charcoal, does have a distinctive Raman spectrum (Tuinstra and Koenig 1970) and HS tend to fluoresce strongly (Yang and Wang 1997) . It is also nondestructive and requires very small amounts of material. Unlike most sediment from archaeological sites, we noted that charcoal samples do produce a Raman spectrum that is not overwhelmed by fluorescence. We thus propose the use of Raman spectroscopy as an independent means of "quality control" that can be used to assess the effectiveness of the AAA procedure. The method presented here provides a semi-quantitative assessment of the amount of humic substances associated with charcoal from archaeological sites.
MATERIALS
Graphite: spectroscopic grade graphite rods produced by United Carbons.
Modern charcoal: pine wood without the bark (Pinus halepensis) burnt by us in an open fire (maximum T = 850 °C) on a clean rocky substrate. This modern charcoal, when treated with 1% NaOH, did not produce a colored extract solution, supporting our assumption that the modern charcoal is HS free, or itself does not produce an alkali extractable fraction.
Humic Acid: A large amount of HS was extracted (~10 g) from burnt wheat grains excavated in Tel Hadar dating from the Iron Age, by treating the powdered grains for 20 minutes with 1% NaOH. The solution was then filtered through a 0.8-micron Millipore filter and centrifuged at 2860 g for 10 min. in order to remove all solids. 1N HCl was added and the HS was retrieved by centrifugation and washing in water as described above. The HS was dried at 60 ºC, and then crushed into a fine powder using an agate mortar and pestle.
Archaeological wood charcoal samples, chosen to represent various ages and preservation environments, were obtained from sites listed in Table 1 .
METHODS

Sample Preparation
Archaeological charcoal can be found in many sizes varying from macroscopic pieces that maintain the original structures of the burnt material, to microscopic particles with poorly defined structure. They also presumably vary with respect to their degree of burning and their state of preservation. In order to obtain reproducible measurements, charcoal samples must be homogenized, thus overcoming sampling problems such as differences in chemical composition between the outer and inner parts of each piece or many small pieces that originated from different materials burnt together. Homogenization was achieved by grinding the samples to a fine powder (particle size <25 µm), using an agate pestle and mortar.
Thorough mixing of modern charcoal and HS mixtures was achieved by preparing each substance as described above. After the powders were weighed and placed in a vial, rough mixing was attained using a vortex, followed by fine grinding and thorough mixing in an agate mortar and pestle.
All cleaning procedures are based on the following AAA technique. 50 mg mixtures were placed into 15 mL polypropylene vials. The carbonates and carbonated apatite were first removed using 10 mL of 1N HCl for 20 min at room temperature. This process was repeated if bubbling continued. The samples were washed twice with distilled water and centrifuged at 2860 g for 5 min. The pellet was resuspended in 10 mL of 1% NaOH for 20 min at room temperature to extract HS. The charcoal was separated from the HS by centrifugation (as described above) and this was repeated until the supernatant remained clear. The NaOH dissolves atmospheric CO 2 into the solution. This carbon source was removed by repeating the hydrochloric acid treatment. The pellet was finally washed with water and placed in an oven at 60°C until dry.
During the drying step of the procedure a pellet is formed. This pellet was crushed to a fine powder using an agate mortar and pestle. The Raman spectra of all samples, whether cleaned or not, were measured when the sample was in the state of a fine powder. The powder was placed into small depressions (3 mm diameter, 1 mm deep at center) drilled into an aluminum plate. To form the relatively smooth surface needed for the measurement, the powder surface was lightly pressed by hand using a small brass piston.
Raman Measurements
Measurements were made in air at room temperature using a Renishaw 2000 Raman Imaging Microscope through a 50× lens without a polarizer. The excitation at 632 nm was produced by a 25 mw HeNe laser. The guiding principle used while defining the settings of the Raman spectrograph was to find the best trade off between the precision of the measurement and the time required for making the analysis. In our measurements each sample was measured five to ten times in different places, being careful to avoid the sample holder edges. Each measurement consisted of three scans in the minimal range set around 1600 cm −1 (1200-2000 cm −1 ), which we found to be the relevant part of the spectrum. The spectral resolution was 4 cm −1 .
Special attention must be given to sources of interference. Two such effects were found to be most important. The first is fluorescence that is produced during sample preparation; exposure to UV light, and changing thermal conditions affect the measured values. This problem was overcome by keeping all samples under exactly the same conditions of lighting and temperature. Simultaneous preparation of all the samples is required
The second effect enters into the measurement itself. The material used as a sample holder, aluminum in our experiment, may contribute to the spectrum. This background spectrum must be measured beforehand, and prevented from having any effect by avoiding the edges of the sample holder. The measurements must also be done in complete darkness, since external light sources such as the computer monitor, may affect the spectra.
RESULTS
The Raman effect arises when electromagnetic radiation irradiates a molecule, which subsequently scatters the light. While most of this scattered light is at the same wavelength as the incident light, some is scattered at a different wavelength. This inelastically scattered light is called Raman scatter.
It results from the bonds changing their energy states (Colthup et al. 1990 ). Complex substances that contain multiple types of bonds will produce broad emission peaks, such is the case of charcoal and HS. Pure substances, which contain few well-defined bonds such as graphite, produce discrete peaks, which can be used as a fingerprint of the substance measured.
A comparison of the Raman shift spectra of pure synthetic graphite, modern charcoal and an extract of HS shows that all three materials share two similar peaks (around 1300 and 1600 cm −1 ) (Figure 1 ). The peak around 1600 cm −1 (G) is characteristic of graphite and appears in all graphitic materials (Yang and Wang 1997) . The 1300 cm −1 peak (D) is attributed to a particle size effect. Measuring the intensity ratio I(D)/I(G) provides information regarding the structural properties of the material (Tuinstra and Koenig 1970; Mennella et al. 1994) . The fact that none of these materials has a unique Raman peak implies that the materials have a common structural basis, and that we cannot use Raman spectroscopy to evaluate varying proportions of HS by simply comparing ratios of different peaks. Figure 1 Raman spectra of (A) humic substance used in our experiment, (B) laboratory prepared modern charcoal, and (C) pure graphite. These three spectra share similar peaks at ~1300 and ~1600 cm −1 . Mean intensity and the slope of the spectra between 1700 and 1900 cm −1 are the main differentiating factors.
The Raman shift spectra of the three materials do however differ with respect to the level of fluorescence (Figure 1 ). The intensity of emitted light from the humic substances is considerably greater than that of the modern charcoal and graphite. Another differentiating factor is the slope of the spectra between 1700 and 1900 cm −1 . In both graphite and modern charcoal the slope in this part of the spectrum is close to zero, while the humic substances spectrum has a positive slope. The third difference is the exact position of the G peak. The peak maxima of graphite and HS differ by about 10 cm −1 , with charcoal being intermediate. Other parameters, such as peak height ratios and peak shapes regarding different base lines, were also measured. In order to determine which, if any, of these parameters could be used as semi-quantitative measures for HS content, different mixtures of modern charcoal and HS were tested. Five samples were prepared by mixing different masses of powdered modern charcoal with powdered HS.
The Raman spectrum of each mixture was measured ten times producing the results shown in Figure 2 . The reproducibility of individual analyses is not good, but when all the spectra are superimposed using one ordinate scale (Figure 2 , lower right), it is clear that they roughly reflect the varying proportions of HS in the samples.
We therefore measured the average intensity and slope of each set of spectra. The mean intensity of each spectrum was acquired by summing the intensity values measured by the spectroscope and dividing by their number (or the area under the spectrum divided by its width). The slope was calculated using a linear fit (least squares) to the curve between 1700 and 1900 cm −1 . The 10 calculated values of intensity and slope for each mixture were averaged and their standard deviations were used as errors. The results are shown in Figure 3 .
Both plots show a clear linear correlation (R factor of Figure 3A=0 .991; R factor of Figure 3B=0 .989) between the measured parameter and the mass percent of HS. Each parameter (mean intensity or slope) can thus be independently used as an indicator for the presence of HS. When the amount of HS is not known, such as in archaeological samples, each parameter can provide a one-dimensional scale. In this case, we recommend using the slope parameter since its value can be easily obtained using a ruler. If both parameters are measured, they can be plotted one against the other producing a two-dimensional plot independent of the mass percent of HS. The advantage of the two-dimensional measurement is that internal consistency can be better assessed, and that experimental errors are more likely to appear in one of the parameters rather than in both of them simultaneously. These errors will be expressed as a point off the normal linear fit, indicating that something is wrong or unexpected.
The changing position of the G peak was also calculated for the different mixtures, but the effect was found to be unreliable, to the extent that different methods to determine peak maxima (de-convolution and parabolic fit to peak summit) produced different results. The results indicated a rough correlation between the amount of HS and the position of the G peak, but the difficulty of calculating this parameter and the weakness of the effect, dissuaded us from further use of this parameter.
The next step was to determine whether the results obtained using mixtures of freshly prepared charcoal and one HS preparation are relevant to real archaeological samples subjected to the AAA treatment. We chose to do this empirically by measuring the mean intensities and slope of archaeological charcoal samples from various ages and preservation environments (Table 1) after only HCl treatment, and comparing them to the same samples treated after one, two or more cycles of NaOH treatment following the AAA procedure. A modern charcoal sample as well as four archaeological samples were homogenized and divided into three portions A, B, and C. The samples were treated as described in Table 2 . The first fraction (A) of each sample was treated only with HCl. The second (B) was cleaned once with NaOH followed by HCl, while the third (C) went through the complete AAA procedure (as described in the methods) until it was judged to be clean based on the visual color test normally used. The results are shown in Figure 4 . All the points fall on the same curve irrespective of the source of the sample. We note also that the mixture of modern charcoal and varying proportions of HS (magenta stars) also fall on the same curve. We thus conclude that the measurements do indeed monitor the effect of the AAA treatment on archaeological charcoal. When individual samples are tested ( Figure 5 ) it can be seen that with each simulative cycle of the AAA procedure, the points move "down" the curve in the direction of modern charcoal. This effect can be used to empirically monitor HS removal.
DISCUSSION
Raman spectroscopy can be used to monitor the effectiveness of the AAA procedure in removing HS contamination from archaeological charcoal. The main advantage of this method is that Raman measurements of charcoal samples are made through a microscope, allowing the use of milligram amounts of material without destroying or even touching the sample. The same samples can then be used for 14 C analysis. The disadvantage is the reproducibility resulting in only a semi-qualitative estimate of HS contamination. Perhaps the most important practical observation is that all the measurements of archaeological charcoal samples treated to different extents by the AAA procedure fall on the same curve. Furthermore, this curve is very similar to the curve calculated from the modern charcoal and HS mixtures discussed above (Figure 4 ). This occurs irrespective of source, age, and the degree of contamination of all the different archaeological samples measured. Thus the method is applicable to a variety of archaeological samples.
When the progression of individual samples are monitored ( Figure 5 ), it is clear that with additional treatment of NaOH, the intensity and slope values decrease in a consistent manner, thus showing that the method does monitor the effectiveness of the AAA treatment. Furthermore, in some samples, e.g. Tel Keissan, the method shows that additional AAA treatment will be ineffective and that the sample, at least in this respect, is clean. In contrast the Lachish sample, whose initial Raman spectra suggested the presence of the highest values of HS, may still be contaminated.
The Tel Hazor measurement produced an unexpected result. While fractions A and B seemed normal, fraction C "jumped" back up the curve to the initial values of both intensity and slope ( Figure 5 , lower center). To check this result and determine the reproducibility of the technique, a new set of measurements was made ( Figure 5 , lower right). This measurement consists of three independent sets of samples, each identical to those used in the initial experiment. The results clearly monitor the effect of the AAA procedure. The cluster of points in the lower left side of the plot is the indication that the AAA procedure reached its maximum effect.
An important question is whether the AAA procedure is removing only contaminating HS, as is implied by the reduction in fluorescence. It may also be removing some of the more soluble components of the degraded charcoal, assuming these are also fluorescent. Unfortunately, little is known about the diagenesis of charcoal. We also note that the AAA procedure does not reduce the fluorescence and the slope to the levels found in modern charcoal. This phenomenon might be a function of the preservational state of archaeological charcoal. It may also indicate the presence of adhering sediments such as clay or of persistent HS that the AAA procedure failed to remove. These possibilities and others need to be investigated further. The observed differences between the cleaned archaeological charcoal and the modern charcoal indicate that considering charcoal cleaned by the AAA procedure as pristine, could be erroneous.
The Raman measurements can be used to demonstrate that the archaeological charcoal reached its cleanest state using the AAA procedure as seen in the samples from Tel Keissan and Tel Hazor. The measurement shows a dramatic reduction in contamination between the first and second levels of cleaning, while the third does not reduce the levels further. The second and third measurements are very similar, indicating that the AAA process reached its full effectiveness.
We recommend using this quality control method routinely before and after AAA treatment, especially for samples where accuracy is a major issue. 
CONCLUSION
To date, two assumptions are made when archaeological charcoal is dated using 14 C. The samples are contaminated by carbon containing sediments and HS and the AAA procedure is effective in cleaning most, if not all of the contamination, leaving a pure sample. Raman shift spectrography can be used as a tool to test for and semi-quantify these two assumptions. Although this method cannot measure the exact amount of HS contamination thus providing improved accuracy and precision, the relative amount, compared with that of modern charcoal, might help determine the validity of dates measured. If an independent measurement of the HS 14 C age is also made, the method described here might prove helpful in assessing the direction of the error.
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